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Brain–computer interfaces (BCIs) can provide access to augmentative and alternative 
communication (AAC) devices using neurological activity alone without voluntary movements. 
As with traditional AAC access methods, BCI performance may be influenced by the cognitive–
sensory–motor and motor imagery profiles of those who use these devices. Therefore, we 
propose a person-centered, feature matching framework consistent with clinical AAC best 
practices to ensure selection of the most appropriate BCI technology to meet individuals' 
communication needs. 
Method 
The proposed feature matching procedure is based on the current state of the art in BCI 
technology and published reports on cognitive, sensory, motor, and motor imagery factors 
important for successful operation of BCI devices. 
Results 
Considerations for successful selection of BCI for accessing AAC are summarized based on 
interpretation from a multidisciplinary team with experience in AAC, BCI, neuromotor 
disorders, and cognitive assessment. The set of features that support each BCI option are 
discussed in a hypothetical case format to model possible transition of BCI research from the 
laboratory into clinical AAC applications. 
Conclusions 
This procedure is an initial step toward consideration of feature matching assessment for the full 
range of BCI devices. Future investigations are needed to fully examine how person-centered 
factors influence BCI performance across devices. 
Children and adults who cannot communicate, or have difficulty communicating, often rely on 
compensatory strategies to convey their thoughts and intentions that may include augmentative 
and alternative communication (AAC; Fager, Beukelman, Fried-Oken, Jakobs, & Baker, 2012). 
A large number of AAC options and access methods currently exist to support individuals with 
complex communication needs. Some access methods include directly selecting a 
communication icon using a touch screen–type interface or controlling an on-screen selection 
cursor using eye-gaze tracking, head mouse, or light indicator. In contrast, scanning is an indirect 
access method for selecting a desired communication item where a predetermined movement 
(e.g., a limb movement) indicates one's intention to a communication partner or operates a 
selection switch (American Speech-Language-Hearing Association, 2017; Beukelman & 
Mirenda, 2013). 
While AAC intervention has been successful for many individuals with complex communication 
needs, existing AAC access methods (aided and unaided, direct and indirect) depend upon some 
minimal amount of voluntary motor capacity (e.g., single muscle movements, orofacial 
movements, and/or eye control). This requirement of voluntary motor behavior may prevent 
individuals with severe motor impairments or paralysis from successfully accessing conventional 
AAC devices. For example, individuals with profound motor impairments due to neurological 
disease and disorder, such as amyotrophic lateral sclerosis (ALS) and brainstem stroke may 
present with near-total paralysis and akinetic mutism, a condition known as locked-in syndrome 
(Plum & Posner, 1972). Locked-in syndrome is often described along a continuum of severity, 
from incomplete (some limb movement control), classical (vertical eye movements and 
blinking), and total (no voluntary motor behavior; Bauer, Gerstenbrand, & Rumpl, 1979). 
Because all AAC access methods require some amount of voluntary motor behavior, current 
access methods may be inefficient or completely ineffective for individuals with locked-in 
syndrome, including eye-gaze tracking techniques for those with classical or total locked-in 
syndrome. 
Brain–computer interfaces (BCIs) have the potential to provide an alternate modality for 
accessing AAC for individuals with profound speech and motor impairments, including paralysis 
and akinetic mutism. BCIs circumvent the requirement of voluntary motor movement needed for 
accessing AAC devices by enabling control via brain activity alone. Thus, BCIs may be the only 
communication option available for individuals who cannot access AAC devices by current 
commercial methods (Fried-Oken, Mooney, Peters, & Oken, 2013; Kübler, Kotchoubey, Kaiser, 
Wolpaw, & Birbaumer, 2001). 
A majority of BCI approaches involve noninvasive recordings of brain activity using 
electroencephalography, which are recorded from the scalp via a wearable electrode cap and 
converted into commands for controlling communication software (e.g., keyboard typing; 
Donchin, Spencer, & Wijesinghe, 2000), simulated button presses (Brumberg, Burnison, & Pitt, 
2016; Scherer et al., 2015), and mouse cursors (Wolpaw, Birbaumer, McFarland, Pfurtscheller, 
& Vaughan, 2002). There are many variations in the way BCIs translate brain activity into 
communication output, which are based on neurological signals related to sensory, motor, and/or 
cognitive processes. Each BCI method has specific requirements that may either support or 
obstruct successful operation depending on an individual's unique sensory–cognitive–motor and 
motor imagery profile. Therefore, effective person-centered, feature matching procedures are 
necessary to identify the most appropriate BCI method to facilitate individual success, decrease 
training time, and limit the potential for device abandonment (e.g., Light & McNaughton, 2013). 
 
Feature Matching in AAC and BCI 
Given the wide variety of AAC methods and access techniques currently available, it is 
important that individuals are matched with the AAC access method or methods that emphasize 
their strengths (Beukelman & Mirenda, 2013). Feature matching is the established standard 
practice in AAC for choosing the AAC device, layout, access method, and intervention strategy 
that best suits each individual on the basis of a combination of their current and future profile, 
level of support, and levels of sensory, motor, cognitive, and literacy skills (Gosnell, Costello, & 
Shane, 2011; Thistle & Wilkinson, 2015). Comprehensive assessments in these domains allow 
clinicians to understand clients' unique profiles, which, in turn, inform trial-based testing of 
multiple AAC devices and communication layouts to establish stakeholder preferences 
(Beukelman & Mirenda, 2013). As BCI technology progresses toward integration with existing 
AAC systems and clinical best practices, it is important to ensure that feature matching 
procedures are available to guide selection of the most appropriate BCI device for accessing 
AAC, not just the most technologically advanced (Fager et al., 2012; Fried-Oken et al., 2013; 
Light & McNaughton, 2013). The application of strategic approaches for assessment of BCI 
methods is important (Ahn & Jun, 2015), particularly for accessing AAC, due to the complexity 
of BCI methods; the variability in sensory, cognitive, motor, and motor imagery skills; and 
communication needs of individuals who may access AAC via BCI (Brumberg, Pitt, Mantie-
Kozlowski, & Burnison, 2018) and to account for variable outcomes during BCI trial evaluation 
(Peters, Mooney, Oken, & Fried-Oken, 2016). 
Cognitive impairments concomitant with neuromotor disorders are great examples that illustrate 
the need for feature matching practices in BCI. For instance, approximately 30% of individuals 
with ALS (a population often targeted for BCI interventions) have cognitive impairments that 
may include deficits in language, executive function, social cognition, and verbal memory 
(Beeldman et al., 2016). Cognitive deficits have also been noted for individuals with locked-in 
syndrome due to cortical damage associated with brainstem stroke (Schnakers et al., 2008), and 
additional sensorimotor deficits are associated with other populations who may use BCI for 
accessing AAC, including, stroke, Parkinson's disease, Parkinson-Plus syndromes, traumatic 
brain injury, cerebral palsy, and brain tumors (Fried-Oken et al., 2013). The exact nature of 
impairments to language and cognition associated with these neurological disorders is likely to 
vary per person, even within disorders, and have specific consequences for successful BCI 
outcomes. Another example that demonstrates the need for feature matching in BCI is that 
individuals with poor vision may not be ideally matched to visually based BCIs (McCane et al., 
2014). This illustration clearly shows the importance of formally assessing levels of visual ability 
to either rule out or modify certain BCI techniques. Similarly, neurological signals associated 
with motor imagery (i.e., simulation of an action without physical movement), which are 
necessary for controlling motor-based BCIs, are not observable in 15% to 30% of the population 
(Blankertz et al., 2010) and must be assessed prior to device selection. These cases highlight that 
BCIs are not a one-size-fits-all technology and underscore the need to evaluate the sensory, 
motor, and cognitive profiles of individuals who may use BCI in relation to the requirements of 
each possible BCI method. 
 
Development of a Clinically Focused Guide to Feature 
Matching for BCI Access Methods 
Nine variations of noninvasive BCIs for accessing AAC are reviewed in the following sections, 
each of which includes a summary of feature matching guidelines and considerations associated 
with each device type. We focus primarily on auditory, visual, and motor (imagery)-based BCI 
methods, including the visual P300 speller (e.g., Donchin et al., 2000); auditory P300 speller 
(e.g., Kübler et al., 2009); modified P300 grid displays/rapid serial visual presentation speller 
(e.g., Oken et al., 2014); steady state visually evoked potential speller (e.g., Sutter, 1992); motor 
imagery (e.g., Blankertz et al., 2006; Nijboer et al., 2008); and auditory steady state response 
(e.g., Lopez, Pomares, Pelayo, Urquiza, & Perez, 2009). The proposed feature matching 
guidelines are based on existing AAC best practices and attempt to balance the tradeoffs between 
requirements for each BCI type, initial assessment of BCI performance, and other AAC 
assessment considerations, including physical barriers, language, literacy, sensory and cognitive 
function, and motor ability. The clinical criteria important for assessing BCI access methods for 
AAC were identified by a multidisciplinary team with a combined experience in BCI, AAC, 
neuromotor disorders, and cognitive assessment. The team included three speech-language 
pathologists (SLPs), two neuroscientists, one BCI engineer, and one individual with ALS who is 
a regular participant in BCI studies. The major areas identified focused on the following: 
1. Sensory: visual acuity and hearing sensitivity. 
2. Medical considerations: for example, history of seizures (important for some sensory BCI 
techniques), use of medications. 
3. Motor: oculomotor (eye) movement and absence of involuntary motor movements. 
4. Motor imagery: ability to perform first-person motor imagery, presence of neurological 
activity related to movement imagery. 
5. Cognition: attention, memory/working memory, cognitive and motor learning 
performance factors (e.g., task switching, self-monitoring, and abstract reasoning). 
6. Literacy: reading and spelling. 
7. General considerations: physical barriers, age, device positioning, and training time. 
In the following sections, we first briefly review the technical fundamentals and skills needed for 
a successful operation of a range of BCI access methods for AAC. We then present a proposed 
template checklist for BCI and AAC professionals to refer to when determining the combination 
of devices and access techniques that best meet the needs of individuals who may use BCI. The 
template checklist (Figure 1) emphasizes domains most likely to discriminate between BCI 
access methods and, along with consideration of extrinsic factors, may be used to help guide 
professional decision making. Examples for implementing these procedures are then outlined in 
three hypothetical cases. A more thorough review of BCI techniques used to access AAC can be 





Feature matching assessment template with domains, possible BCI options, and pertinent 
considerations. Items included within the template are those most likely to discriminate between 
BCI methods. Items matching an individual's profile are to be checked in the blue column, with 
the total feature matches for each device to be indicated in the yellow row. Flexibility when 
interpreting clinical levels of severity is required on a case-by-case basis. BCI = brain–computer 
interface; RSVP = rapid serial visual presentation; SSVEP = steady state visually evoked 
potential; ASSR = auditory steady state response; Lit = literacy; MI = motor imagery; AAC = 
augmentative and alternative communication. 
P300 Spellers 
Visual P300 Grid Speller  
The visual P300 grid speller uses the P300 event-related potential in a visual oddball paradigm 
(Donchin et al., 2000; Farwell & Donchin, 1988) to access typing interfaces. Individuals 
communicate using the P300 grid speller by focusing their attention on communication items 
arranged in a grid on a computer screen, often 6 × 6 with letters and numbers (Sellers, 
Krusienski, McFarland, Vaughan, & Wolpaw, 2006). In a visual oddball paradigm, individuals 
must maintain attention on a single item (known as the rare or oddball stimulus) as each row and 
column within the grid is randomly flashed (the frequent stimulus). A positive voltage event can 
be detected in electroencephalography scalp recordings approximately 300 ms after the attended 
item (the oddball stimulus) is flashed when compared with the electroencephalography 
recordings for frequent stimuli. The BCI detection algorithm then associates each P300 event 
with the flashed row or column to determine the attended item, which is then selected. 
P300 Rapid Serial Visual Presentation Speller  
A variant of the visual P300 speller uses a rapid serial visual presentation of icons (Acqualagna 
& Blankertz, 2013; Oken et al., 2014), in which items formerly organized in a grid format are 
presented individually and sequentially at a single location on the screen. To make a selection in 
this format, individuals operating the BCI must keep their target communication item in working 
memory as all available elements are randomly and serially presented. In some implementations, 
the stimulus sequence is also optimized based on language modeling to improve accuracy and 
speed (Oken et al., 2014). As with the grid format, active attention to the intended (rare) item 
among the ignored (frequent) items will elicit a P300 event-related potential that is used for 
selection. 
Auditory P300  
BCIs using the auditory-evoked P300 event-related potential allow individuals to select 
communication items through an auditory oddball paradigm and do not rely on visual perception. 
Like its visual counterpart, the auditory P300 BCI requires individuals to attend to a rare, target 
auditory stimulus (e.g., tone) while ignoring frequent nontarget stimuli (Halder et al., 2010), and 
the elicited P300 event-related potential is detected by the BCI algorithm for item selection. 
Using the auditory P300 BCI, it is possible to represent a grid layout by relating each row and 
column to distinct auditory stimuli (Käthner et al., 2013; Kübler et al., 2009), similar to existing 
auditory scanning AAC devices. In such a paradigm, communication items are selected by 
attending to the audio stimulus corresponding to the target row and column while ignoring all 
other audio. In this paradigm, individuals are required to encode the mapping between auditory 
stimuli and grid layout to memory. An alternative auditory P300 paradigm uses binary selections 
that are driven by detecting P300 event-related potentials while selectively attending to one of 
two sound streams containing linguistic information (e.g., “yes” and “no” presented dichotically; 
Hill et al., 2014). 
Competency Skills Necessary for Visual and Auditory P300 Devices  
Sensory. Individuals with limited vision and/or other visual deficits, including reduced visual 
field due to ptosis or cataracts, may require approaches using auditory stimulation or motor 
(imagery) paradigms (below). For those using auditory BCIs who also have hearing loss, it may 
be possible to adapt tone-stimulus varieties to only include frequencies in their audible range or 
to use visual or motor imagery paradigms. 
Medical considerations. Visual P300 displays carry a risk of seizure due to the rapid flashing of 
items (Ikegami, Takano, Saeki, & Kansaku, 2011), though this risk may be less than those 
associated with steady state visually evoked potential BCIs (below) because the flickering 
stimuli can vary in location across the screen. If assessment reveals a history of seizures, then 
auditory and motor imagery approaches may be more appropriate than both visual P300 grid and 
rapid serial visual presentation spellers. Although the direct impacts of pharmaceuticals on P300 
BCI performance for individuals with neuromotor disorders requires further study, some 
antidepressant, anticholinergic, and antiepileptic drugs may negatively impact cognitive 
performance (Meador, 1998), and sedatives, such as alcohol (Polich & Criado, 2006) and 
benzodiazepines, may decrease P300 amplitudes (Hayakawa et al., 1999), both of which can 
reduce BCI performance. In addition, pain medications, such as opioids, may cause mental 
clouding and confusion; however, because pain itself may negatively impact cognitive 
performance, long-term chronic pain relief may comparatively improve cognitive function 
(Jamison et al., 2003). 
Motor. The visual P300 grid speller is more successful for individuals with a full range of 
oculomotor function that enables overt attention to communication icons using eye gaze than for 
those only able to use covert, peripheral attention (Brunner et al., 2010). Individuals with locked-
in syndrome and others with profound neuromotor impairments often have severe deficits in 
visual perception due to a lack of oculomotor control (Fried-Oken et al., 2013) that may limit 
success with the grid layout. In these cases, graphical display adaptations may be needed to elicit 
the visual P300 by arranging items in the active visual field or by using the rapid serial visual 
presentation paradigm. However, auditory or motor imagery approaches may be required if 
suitable adaptations to the visual P300 interface are not possible or insufficient. 
Motor imagery. Motor imagery skills are not necessary to elicit the P300 through either grid, 
auditory, or rapid serial visual presentation paradigms. 
Cognition. All types of P300 BCIs depend on attention and working memory to focus on a single 
target while ignoring all other stimuli. Both visual and auditory P300 BCIs are expected to have 
some similarities in cognitive requirements; however, research on their differences is limited 
aside from the use of their respective sensory modality (e.g., auditory vs. visual attention). That 
said, there is some evidence that auditory P300 spelling interfaces may require greater attention 
and short-term memory capacity (Klobassa et al., 2009; Kübler et al., 2009) compared with 
visual interfaces, due to an increased demand for navigating auditory grid systems and 
memorizing the mapping of all items to their auditory representations. 
Attention. An individual's ability to rapidly update their selective attention to a new target 
stimulus while ignoring other irrelevant information is important for successful visual P300 BCI 
outcomes in individuals with neuromotor disorders (Geronimo, Simmons, & Schiff, 2016; Riccio 
et al., 2013). In addition, motivation may lead to increases in attention (Engelmann, Damaraju, 
Padmala, & Pessoa, 2009), which, in turn, leads to greater P300 BCI performance (Nijboer, 
Birbaumer, & Kübler, 2010). 
Working memory. Aided AAC devices commonly impose substantial working memory demands 
(e.g., to locate the target icon and ignore distracting stimuli; Thistle & Wilkinson, 2013), and this 
is no different for BCI techniques. In addition, prior studies have shown that working memory 
skills (assessed via the List Sorting Working Memory Task; Gershon et al., 2013) are positively 
correlated with P300 speller performance in healthy adults (Sprague, McBee, & Sellers, 2016). 
Cognitive and motor learning performance factors. P300 BCI control does not require motor 
learning, though some executive functions, such as self-monitoring and problem solving, may 
still play a role in P300 BCI success as all BCI applications require some form of skill learning. 
Further study is needed to more fully explore these executive function factors. 
Literacy. P300 systems largely provide access to spelling-based interfaces. However, both the 
visual grid and rapid serial visual presentation paradigms may be easily adapted for symbol-
based communication (e.g., Brumberg, Pitt, et al., 2018). Further, word prediction software can 
be used to aid spelling, though the use of word prediction can have a negative impact on 
cognitive load (Koester & Levine, 1996). For auditory P300 BCI systems, individual streams 
containing spoken words to the right and left ear have been used for binary selection (Hill et al., 
2014), which supports even minimal literacy skills. However, if the BCI assessment reveals 
strengths in literacy, executive function, and short-term memory, it may be beneficial to consider 
auditory BCIs with greater numbers of possible items for selection, such as a spelling device. 
Additional considerations. Incorrect positioning and poor physical support can affect levels of 
fatigue, comfort, emotional state, and ability to attend to a given task. Therefore, AAC best 
practices for positioning (e.g., ensuring a stable base of support, limiting the influence of atypical 
muscle tone, extraneous movements, and reflexes, and providing support for rest; Beukelman & 
Mirenda, 2013) should also be applied to BCI to facilitate successful outcomes. In addition, the 
peak P300 amplitude observed from posterior electroencephalography electrodes is positively 
correlated with increases in visual P300 BCI performance when compared with amplitudes 
recorded from fronto-central electrodes for individuals with ALS (Sugata et al., 2016). 
Therefore, positioning factors that affect posterior electrode recordings, such as uncontrolled 
neck movements or spasticity (e.g., Daly et al., 2013; Sutter, 1992) or physical pressure from a 
wheelchair head support (Daly et al., 2013), are a heightened consideration for BCI modalities 
that specifically rely on recordings from electrodes at these locations (e.g., P300 and steady state, 
visually evoked potential). Last, visual P300 BCI performance has been shown to increase with 
age for individuals with ALS (Geronimo et al., 2016; Silvoni et al., 2009), though age effects are 
unknown for auditory P300 BCIs, and the underlying rationale for these findings (e.g., whether 
this is due to cognitive, motivational, or other related factors) are not yet fully understood. 
Steady State Responses 
Steady State Visually Evoked Potential  
The steady state visually evoked potential BCI paradigm uses steady state 
electroencephalography rhythms, which are physiological responses to a driving input stimulus 
(Regan, 1989), such as a strobe, for selecting items from an AAC device. Presenting the driving 
visual stimulus at a specific flicker frequency (e.g., 5–30 Hz) with eyes open will generate 
electroencephalography signals in posterior electrodes with oscillations at the same frequency as 
the stimulus and its harmonics (Regan, 1989). When multiple flickering stimuli are presented 
simultaneously, all frequencies are observable in the electroencephalography recording, but the 
one to which the individual is attending will have the greatest amplitude (Müller-Putz, Scherer, 
Brauneis, & Pfurtscheller, 2005) and temporal correlation to the stimulus (Lin, Zhang, Wu, & 
Gao, 2007). In a BCI context, a four-choice, steady state visually evoked potential display may 
have four items each flickering at a different rate (e.g., 12, 13, 14, and 15 Hz). Attending to the 
item flickering at 14 Hz will elicit electroencephalography signals from occipital electrodes with 
heightened amplitude at 14 and 28 Hz (first harmonic), and the greatest temporal correlation to 
the 14-Hz strobe in comparison to all other competitors (Lin et al., 2007; Müller-Putz et al., 
2005). The amplified steady state visually evoked potential response would then be used to select 
the 14-Hz item. 
Auditory Steady-State Response  
The auditory steady state response is a steady state electroencephalography rhythm generated by 
an auditory driving stimulus, for instance, a carrier tone (e.g., 1000 Hz) that is amplitude 
modulated at a rate observable by electroencephalography (e.g., 30–40 Hz; Picton, John, 
Dimitrijevic, & Purcell, 2003). Simultaneous presentation of two streams, one to each ear, with 
distinct amplitude modulation rates will generate neural responses at both rates (Lopez et al., 
2009). Attention to a particular stream will amplify the neural response at the specific 
modulation frequency, which can be used to identify the attended stream (similar to the attended 
strobe frequency and steady state visually evoked potential). In this way, each stream can be 
associated with a communicative action (e.g., binary selection) to control an AAC device. The 
auditory steady state response is a relatively new technique for BCI, and its application in 
populations with neuromotor impairments is not known, though under active investigation (see 
Brumberg, Pitt, et al., 2018, for a review). 
Competency Skills for Steady State Visually Evoked Potential and Auditory Steady State 
Response Devices  
Sensory. Steady state visually evoked potential and auditory steady state response primarily 
require acuity in their respective modalities, vision and hearing. Individuals considered for 
steady state BCIs, but with visual impairment, may be better matched to auditory (auditory 
steady state response) versus visual (steady state visually evoked potential) stimulation and vice 
versa. 
Medical considerations. Due to the nature of the steady state visually evoked potential flickering 
stimulus, it is possible to trigger a seizure event (Volosyak, Valbuena, Lüth, Malechka, & 
Gräser, 2011) in individuals with epilepsy or other seizure disorders; however, there is no 
evidence of increased seizure risk for auditory steady state response devices (Higashi, 
Rutkowski, Washizawa, Cichocki, & Tanaka, 2011). There is little information available about 
the influence of pharmaceuticals on the steady state visually evoked potential and auditory 
steady state response performance. However, it is reasonable to hypothesize that these techniques 
may be impacted by medications in a similar manner to P300 techniques. 
Motor. There is some evidence that overt attention with intact oculomotor control leads to the 
highest steady state visually evoked, potential-based BCI performance, though both overt and 
covert visual attention can be used (Brumberg, Nguyen, Pitt, & Lorenz, 2018; Kelly, Lalor, 
Finucane, McDarby, & Reilly, 2005; Zhang et al., 2010). For instance, steady state visually 
evoked potential stimuli can be presented in an overlapping fashion (Allison et al., 2008) for 
individuals with severely limited or absent oculomotor control and poor peripheral vision. Steady 
state visually evoked potential interfaces can also be adapted to suit the strengths of individuals 
with moderate deficits to oculomotor control and/or selective attention processes (e.g., fewer 
icons, optimal placement in the visual field; Brumberg, Nguyen, et al., 2018). 
Motor imagery. Motor imagery skills are not needed to access these devices. 
Cognition.  
Attention. Successful operation of steady state BCIs requires excellent selective visual or 
auditory attention. Individuals must be able to focus on a single item among many other 
competing stimuli; however, unlike P300 approaches, active decisions about whether a novel 
target is presented are not required. As a result, steady state visually evoked potential spellers 
have been associated with lower mental workload (vs. the P300 grid speller) for individuals with 
locked-in syndrome (Combaz et al., 2013). 
Memory/working memory. The working memory demands of steady state, visually evoked 
potential and auditory steady state response paradigms have not been fully explored. However, 
one explanation for reports of lower mental workload for steady state visually evoked potential 
BCIs is due to decreased working memory demands. 
Cognitive and motor learning performance factors. Motor learning is not necessary to achieve 
device control; however, executive function skills, such as self-monitoring and problem solving, 
may still play a role in BCI success. 
Literacy. Steady state visually evoked, potential-based devices are typically configured for 
spelling but may be adapted for symbol-based communication (e.g., Brumberg, Pitt, et al., 2018). 
Additional considerations. Steady state visually evoked potential signals are best recorded from 
the posterior scalp; therefore, positioning should follow AAC best practices with additional 
emphasis on minimizing physical obstructions to signal acquisition from these electrode 
locations. Auditory responses are often recorded from central scalp locations near the top of the 
head and may be less susceptible to physical contact artifacts. Auditory steady state response-
based devices are currently limited to binary choices; therefore, BCI assessment scores on 
executive function tests should be considered when deciding between binary-choice auditory 
steady state response and other multichoice BCIs to best match the strengths of each individual. 
Motor (Imagery)-Based 
Motor-based BCI techniques use the neural activity resulting from imagined movements to 
control communication devices (e.g., Blankertz et al., 2006; Miner, McFarland, & Wolpaw, 
1998; Neuper, Müller, Kübler, Birbaumer, & Pfurtscheller, 2003). Specifically, motor-based 
BCIs detect changes in the sensorimotor rhythm, an electroencephalography signal that occurs in 
the mu (8–12 Hz) and beta (15–25 Hz) frequency bands and recorded from electrodes at central 
scalp locations (over the sensorimotor areas of the brain). During motor imagery (and actual 
movements), the sensorimotor rhythm decreases in power when compared with rest (Brumberg, 
Pitt, et al., 2018). Sensorimotor modulations (increases and decreases in band power) can be used 
in both continuous (Wolpaw et al., 2002) and discrete paradigms (Pfurtscheller & Neuper, 2001) 
for accessing communication software using either (a) continuous control of a selection cursor 
(e.g., Blankertz et al., 2006; Miner et al., 1998; Wolpaw et al., 2002) or (b) discrete selection of 
interface items (e.g., switch-type access; Neuper et al., 2003; Pfurtscheller & Neuper, 2001). 
For example, one continuous motor BCI paradigm moves a computer cursor in proportion to 
changes in sensorimotor rhythm amplitude toward screen locations with communication icons 
(e.g., the words yes and no or letters placed along borders of the screen; Miner et al., 1998; 
Vaughan et al., 2006). The Berlin BCI (another continuous variety) uses the “Hex-o-spell” 
communication system in which imagined limb movements rotate an arrow (again in proportion 
to sensorimotor rhythm amplitude changes) inside of a hexogram to select groups of letters 
arranged around its borders (Blankertz et al., 2006). Discrete motor BCIs depend on an external 
stimulus (e.g., visual highlighting) to cue motor imagery for selection of communication items. 
One example, the Graz BCI (Neuper et al., 2003; Obermaier, Müller, & Pfurtscheller, 2003), 
uses a binary tree approach that places communication items (e.g., letters) into two groups on 
either side of the screen, and individuals using the BCI are prompted to perform movement 
imagery to select one group or the other (e.g., a left or right hand movement). The resulting 
event-related desynchronization (i.e., a decrease in the sensorimotor rhythm aligned to an 
external cue) is detected by the BCI to directly select the desired group of items, which are then 
split into two new groups, and the process is repeated. 
Competency Skills for Motor (Imagery) BCI Devices  
Sensory. Sensory abilities are only needed to interact with communication interfaces (e.g., locate 
items on a visual display, utilize auditory feedback), in contrast to sensory-based BCIs (e.g., 
P300) that depend on some form of sensory stimulation to elicit the target signal (e.g., 
identification of an oddball target). Instead, the neurological activity required for motor BCI 
control is independently generated via imagined movements. This sensory independence enables 
adaptation of the communication interface to the sensory modality that best matches the 
strengths of each individual. 
Medical considerations. Flashing stimuli are not used with motor-based BCIs, which supports 
device selection for individuals with a history of seizures. Motor BCIs do have a cognitive 
requirement, and though research is limited, medications that affect cognition may impair BCI 
performance. Some evidence suggests that benzodiazepines may negatively impact the 
sensorimotor rhythm (Silva et al., 2011); however, results are conflicting and may be dependent 
upon task type (e.g., these medications may aid performance of predictable motor tasks, such as 
typing, but impair performance on reaction time tasks; Cunha et al., 2008). Likewise, a single 
dose of morphine may impair motor behavior, whereas long-term use for managing chronic pain 
may lead to improved psychomotor performance due to decreased pain (Jamison et al., 2003). 
Motor. Motor BCIs do not require any overt movement capabilities, and an individual's level of 
functional motor control is not predictive of motor imagery BCI performance (e.g., Geronimo et 
al., 2016). 
Motor imagery. Motor BCIs require an ability to control the sensorimotor rhythm using 
imagined movements. However, the sensorimotor rhythm is not observable in 15%–30% of the 
general population (Vidaurre & Blankertz, 2010). When present, sensorimotor rhythm amplitude 
over the right and left motor areas recorded at rest with eyes open is positively correlated to 
initial BCI performance for neurotypical participants (Blankertz et al., 2010) and individuals 
with ALS (Geronimo et al., 2016). Previous studies have also shown that performance of first-
person kinesthetic imagery tasks, during which individuals imagine “feeling” the sensations 
associated with the action, leads to greater motor BCI performance compared with a third-person 
visual imagery, in which individuals imagine watching the action from across the room (Neuper, 
Scherer, Reiner, & Pfurtscheller, 2005). Using the Kinesthetic and Visual Imagery 
Questionnaire's 5-point kinesthetic subscale (1 = no sensation, to 5 = as intense as executing the 
action; Malouin et al., 2007), further evidence has found that self-reports of motor imagery skill 
are reliable and predictive of future motor imagery BCI performance in individuals without 
neuromotor disorders (Vuckovic & Osuagwu, 2013). 
Cognition.  
Attention. While attention to task performance and online feedback is important for motor BCI 
control (Hammer, Kaufmann, Kleih, Blankertz, & Kübler, 2014; Halder et al., 2011), individuals 
with poor selective attention, typically required for sensory-elicited BCIs, may be supported by 
the lack of sensory stimulation involved in sensorimotor rhythm modulation. As a result, motor 
BCIs can be individually customized according to AAC best practices. 
Memory/working memory. During first-person motor imagery, one must mentally recreate an 
action, recalling the sensations associated with physical task performance. Individuals must then 
maintain the imagined movement throughout the BCI control period, while simultaneously 
monitoring task performance and attending to auditory and/or visual device feedback (e.g., 
Brumberg, Pitt, & Burnison, 2018). Therefore, working memory has been highlighted as an 
important factor in motor imagery BCI success in part by facilitating mental rehearsal of a motor 
movement sequence from memory (Halder et al., 2011). 
Cognitive and motor learning performance factors. Learning to perform tasks via motor imagery 
has been likened to physical motor learning processes (Wander et al., 2013; Wolpaw et al., 
2002). The early stages of motor learning have been specifically linked to cognitive functions 
that support visuospatial skills (Marinelli, Quartarone, Hallett, Frazzitta, & Ghilardi, 2017), 
which play an important role in visuomotor adaption during motor learning (Seidler, Bo, & 
Anguera, 2012). The later stages of motor learning are associated with refining and automatizing 
learned actions through error detection and correction processes (Sigrist, Rauter, Riener, & Wolf, 
2013). Therefore, motor BCI performance may be influenced by (a) one's ability to self-regulate 
the appropriate allocation of cognitive resources (Kleih & Kübler, 2015), such as visuomotor 
coordination (Hammer et al., 2014), visuospatial skills (Jeunet, N'Kaoua, Subramanian, Hachet, 
& Lotte, 2015) and monitoring task performance (Halder et al., 2011), and (b) abstract reasoning 
needed to reflect upon imagery performance (Jeunet et al., 2015) and to learn new imagery tasks 
without traditional forms of multimodal sensory feedback (Wander et al., 2013), executive 
function for switching between different imagined movements (Geronimo et al., 2016), and 
motivation (e.g., challenge, confidence mastery, and fear of incompetence; Nijboer et al., 2010). 
Literacy. Like most AAC devices, motor BCIs can be configured for symbol communication and 
letter spelling. Because a separate external device is not needed to deliver stimuli necessary for 
eliciting the BCI neural control signal, it is possible to use existing communication devices and 
interfaces (Brumberg et al., 2016; Scherer et al., 2015). 
Additional considerations. Motor BCIs rely on recordings from electrodes adjacent to the 
sensorimotor areas (middle and top of scalp) and are less susceptible to poor signal quality due to 
physical contact from head positioning (cf. sensory BCIs). The training time for successful use of 
motor BCIs is typically much longer than for sensory-style BCIs, such as the P300 (Geronimo et 
al., 2016; Mak & Wolpaw, 2009), because new imagined motor skills must be learned for device 
operation. In addition, age has been inversely correlated with motor BCI performance (Geronimo 
et al., 2016), but more research is needed to tease apart the effects of age from those of declining 
motor cortical function in individuals with neuromotor disorders (and ALS specifically). 
Go to: 
Case Study Application 
We describe the application of our proposed feature-matching guidelines to three hypothetical 
cases each involving a unique cognitive–sensory–motor profile for individuals who may possibly 
need BCI to access AAC. With each case, we provide a description of the major feature 
matching considerations that discriminate BCI access methods, along with a checklist to record 
assessment outcomes and aid the selection of the most appropriate BCI device. A blank template 
of the checklist is shown in Figure 1, and filled versions are shown in Figures 2  –4. In many 
cases, more than one BCI option can be matched for possible selection subject to trial-based 
assessments and individual preferences. In addition, it may be possible that the assessment that 
reveals a non-BCI approach is an appropriate match to an individual's strengths and preferences 
(e.g., eye gaze); these techniques are not included in our analysis, but clinicians should keep 






Feature matching template filled from assessments in Case 1. All nonselected items/rows have 
been deleted for clarity. The yellow row is the sum of features (rows) supported by each 
individual for using a BCI (column). The BCIs with the greatest number of matches were 
multiclass (speller) and binary (left/right stream) auditory P300, motor imagery with auditory 
feedback, and auditory steady state response (eight feature matches). However, after evaluation 
of pertinent assessment considerations (outlined in Table 1), multiclass auditory P300 and motor 
imagery devices were selected (highlighted in orange). BCI = brain–computer interface; RSVP = 
rapid serial visual presentation; SSVEP = steady state visually evoked potential; ASSR = 
auditory steady state response; S = sensory; MC = medical considerations; M = motor; MI = 






Feature matching template filled from assessment results in Case 2. All nonselected items/rows 
have been deleted for clarity. The yellow row is the sum of features (rows) supported by each 
individual for using a BCI (column). The BCIs with the greatest number of matches included the 
visual modified P300 grid, rapid serial visual presentation, and steady state visually evoked 
potential spellers (seven feature matches) and are highlighted in orange. BCI = brain–computer 
interface; RSVP = rapid serial visual presentation; SSVEP = steady state visually evoked 
potential; ASSR = auditory steady state response; S = sensory; MC = medical considerations; M 






Feature matching template filled from assessments in Case 3. All nonselected items/rows have 
been deleted for clarity. The yellow row is the sum of features (rows) supported by each 
individual for using a BCI (column). The BCI with the greatest number of matches was motor 
imagery, utilizing visual and/or auditory feedback (seven feature matches). Specific adaptations 
include symbol-based communication page sets and BCI switch-type access to commercial 
augmentative and alternative communication devices. The final device choices are highlighted in 
orange. BCI = brain–computer interface; RSVP = rapid serial visual presentation; SSVEP = 
steady state visual evoked potential; ASSR = auditory steady state response; S = sensory; MC = 
medical considerations; M = motor; MI = motor imagery; Cog = cognition; Lit = literacy. 
Example Case 1 
Mr. Dixon is a 65-year-old man who sought an evaluation for AAC following progressive 
paralysis associated with his ALS diagnosis. An evaluation found that he had severe difficulty 
with visual acuity tasks, unimpaired hearing, limited oculomotor control, high self-ratings 
performing first-person motor imagery (an average score of 4/5 on the 5-point Kinesthetic and 
Visual Imagery Questionnaire's kinesthetic subscale), and no history of seizures. 
Electroencephalography analysis revealed a present sensorimotor rhythm. He also performed 
well on tasks designed to assess working memory, selective attention, abstract reasoning, self-
monitoring, and literacy (reading and spelling). The key assessment criteria are listed in Table 1 
and, the feature-matching checklist, in Figure 2. Following assessment, device trials are 
recommended for motor imagery with auditory feedback and auditory P300 spelling devices. 
  
Table 1. 









Visual sensory BCIs are not appropriate due to visual 
impairment; interfaces with auditory feedback are preferred. 
Medical No history of seizures 
As visual sensory BCIs are not appropriate, seizure activity 




Oculomotor impairment in addition to visual impairment 
further increases the suitability of auditory feedback BCIs. 
Motor 
imagery 
High self-ratings for 
first-person motor 
imagery (4/5), present 
sensorimotor rhythm 
Strengths in motor imagery afford selection of an auditory 
feedback motor imagery BCI. 
Cognition 
Strengths in working 
memory and selective 
attention, skills in 
cognitive–motor learning 
tasks 
Strengths in cognitive motor learning factors support the use 
of a motor imagery BCI. Strengths in selective attention and 
normal hearing support selection of an auditory P300 device. 
Additional testing needed to determine whether auditory P300 
performance exceeds motor imagery approaches (cf. 
Geronimo et al., 2016). 
Literacy Strengths in literacy 
Strengths in literacy support selection of a spelling-based BCI 
display. 
Considerations  
Strengths in executive function support multiclass (> two-
choice) BCI approaches: P300 speller, motor imagery. 
Example Case 2 
Following a brainstem stroke, Mrs. Holden (a 70-year-old woman) received a diagnosis of 
locked-in syndrome. An AAC evaluation revealed strengths in visual acuity, literacy, and 
selective attention/working memory skills. However, she also had weaknesses in a number of 
domains with moderate difficulty completing cognitive–motor learning tasks (e.g., task 
switching, problem solving), low self-ratings on first-person motor imagery (an average score of 
1/5 on the Kinesthetic and Visual Imagery Questionnaire's kinesthetic subscale), and an absent 
sensorimotor rhythm. In addition, a limited range of eye (oculomotor) movement was observed. 
She does not have a history of seizure activity, and posterior electroencephalography electrode 
recordings were largely unimpeded by her wheelchair headrest. The key assessment criteria are 
listed in Table 2, and the completed feature matching checklist is in Figure 3. Following 
assessment, device trials are suggested for modified visual P300 grid devices/rapid serial visual 
presentation, and steady state visually evoked potential BCIs, with icon arrangements according 
to match individual strengths. 
 
Table 2. 




Feature matching consideration 
Sensory 
No noticeable visual 
acuity impairment 
Intact visual acuity supports BCIs with visual feedback. 
Medical No history of seizures 





Oculomotor limitations contraindicate grid-based visual P300 
and steady state visually evoked potential devices unless item 
locations can be placed in the unimpaired visual field. 




Low self-ratings for 
first-person motor 
imagery (1/5), 
sensorimotor rhythm not 
present 
Motor imagery BCIs are not appropriate due to lack of 




motor learning and 
performance tasks, 
strengths in selective 
attention and working 
memory 
In addition to weaknesses in motor imagery, difficulties with 
completing cognitive–motor learning tasks make use of motor 
imagery BCIs unsuitable. Strengths in attention and working 
memory support visual attention modulated BCIs (e.g., steady 
state visually evoked potential) or P300 with appropriate screen 
layouts (e.g., rapid serial visual presentation). 
Literacy Strengths in literacy 
Strengths in literacy support selection of a spelling-based BCI 
display. 
Considerations  
Minimal headrest obstructions to posterior 
electroencephalography electrodes support use of P300 and 
steady state, visually evoked potential systems. 
Example Case 3 
Ms. Leeson (a 17-year-old young woman) has a diagnosis of spastic cerebral palsy and was 
referred for BCI evaluation for AAC intervention. Ms. Leeson performed well on many 
assessment tasks, including visual acuity, multistep directions, and cognitive motor learning 
(e.g., self-monitoring and task switching). Self-ratings for first-person motor imagery were high 
(an average score of 4.5/5 on the Kinesthetic and Visual Imagery Questionnaire's kinesthetic 
subscale), and the sensorimotor rhythm was present. She had moderate difficulty with 
oculomotor control, selective attention, and literacy tasks, and has a history of seizures. Posterior 
electroencephalography electrode recordings may be impeded by her wheelchair headrest. The 
key assessment criteria are listed in Table 3 and the feature matching checklist in Figure 4. 
Following assessment, device trials are suggested for auditory and/or visual feedback motor 
imagery devices with symbol selection (e.g., BCI switch-type access to commercial AAC 
devices with standard pictorial symbol sets). 
Table 3. 




Feature matching consideration 
Sensory 
No noticeable visual 
acuity impairment 
Normal visual acuity supports BCIs with visual feedback over 
auditory despite normal hearing. 
Medical History of seizures 
History of seizures contraindicates steady state visually 




Adaptations to support oculomotor ability are necessary to 
enhance individual strengths (e.g., screen placement and 
number of communication items). 
Motor 
imagery 
High self-ratings for 
motor imagery (4.5/5), 
present sensorimotor 
rhythm 
Motor imagery proficiency and present sensorimotor rhythm 
support a range of motor imagery BCIs that can be adapted to 
individual needs and preferences (e.g., binary/multiclass 
selection vs. continuous selection and control). 
Cognition 
Strengths in cognitive–
motor learning tasks, 
moderate difficulty with 
selective attention tasks 
Individuals with impaired selective attention, typically 
required for sensory-elicited BCIs, may be supported by 
motor imagery-based BCI devices. 
Literacy 
Moderate difficulty with 
literacy tasks 
Motor imagery BCIs can be readily configured for symbol-
based and text-based communication to support literacy skills. 
Considerations  
Headrest obstructions to posterior electroencephalography 
electrodes may impede signal recording for visual processing, 
limiting P300 and steady state, visually evoked potential 
systems. Young age is a positive factor for motor imagery 
approaches versus P300. 
 
Extrinsic and Environmental Factors 
Though this review has primarily focused on intrinsic factors related to successful outcomes 
within BCI modalities, external/environmental factors that cut across all modalities are crucial 
considerations for AAC (and BCI) success, including caregiver support, intervention approaches 
focused on achieving individuals' communication goals (American Speech-Language-Hearing 
Association, 2017), improving quality of life, and participation in preferred activities and 
environments (Beukelman & Mirenda, 2013). Consideration of both intrinsic and extrinsic 
factors are critical for communication success and minimizing device abandonment. 
The environment in which an individual uses BCI is particularly important and limits the 
usefulness of specific BCI modalities (Sellers, Kubler, & Donchin, 2006). For instance, glare or 
reflections may obscure a BCI visual display reducing the effectiveness of visual stimulation for 
eliciting electroencephalography signals (He, Huang, & Li, 2016), or environmental noise from 
sources such as ventilators and air conditioning units may degrade electroencephalography 
signals and, thus, lower BCI performance (Sellers, Kubler, & Donchin, 2006). Electrical artifacts 
from muscle contractions can also impede signal quality, and although often caused by intrinsic 
factors, such as spasticity and uncontrolled movements (Daly et al., 2013), they may also be 
elicited by environmental distractions, such as orienting responses (Brandl, Höhne, Müller, & 
Samek, 2015). Finally, caregiver support cannot be understated for any AAC method and 
especially for BCI. Caregivers are often the primary personnel for troubleshooting basic 
environmental and technical difficulties for AAC and BCI, and additional services will be 
required for BCIs, including device setup (e.g., correct electroencephalography cap placement, 
application of electrolyte gel), basic device operation (e.g., turn on, start calibration programs), 
and supporting and monitoring device use (Sellers, Vaughan, & Wolpaw, 2010). Additional 
extrinsic factors that include battery/power supply, size of equipment, software platforms, and 
the need for device programming are all important considerations currently in device 
development and will likely utilize commercial partnerships (e.g., with AAC device 
manufacturers) to integrate BCI processes into existing clinical/commercial frameworks. Taken 
together, it is clear that the technology itself is only one piece of the service provision necessary 
for AAC success, especially for BCI-based access. Therefore, the way in which intrinsic and 
extrinsic factors combine to inform BCI procedures over time is an important area of continued 
study. 
 
Conclusions and Future Directions 
Individuals who may use BCI to access AAC represent a heterogeneous population with unique 
and variable sensory–cognitive–motor profiles. Therefore, formal assessment and feature 
matching procedures are needed to ensure selection of the best and most appropriate BCI access 
technique for AAC. Previous efforts have been successful for screening some BCI-related skills 
prior to BCI use for individuals with severe paralysis (e.g., Fried-Oken et al., 2013; Geronimo et 
al., 2016), though they were largely limited to single modalities. The feature matching 
framework described within is designed to be comprehensive across all BCI types, adheres to the 
best practices currently used by SLPs specializing in AAC (Beukelman & Mirenda, 2013; 
Gosnell et al., 2011; Light & McNaughton, 2013), and is based upon the current literature and 
multidisciplinary viewpoints. That said, our framework should be considered an initial step 
toward consideration of feature matching across the full range of BCI devices, and we anticipate 
and welcome modifications as more BCIs are translated into clinical practice. Further future 
investigations are needed to more fully examine how executive function and its specific 
components influence BCI performance across devices. 
The visual P300 grid speller (Donchin et al., 2000) is the most well-known and most mature 
technology with ongoing at-home trials (Holz, Botrel, Kaufmann, & Kübler, 2015; Sellers et al., 
2010) and is currently available from commercial partners (i.e., the intendiX Speller; g.tec 
medical engineering). Therefore, these devices are likely to be among the first BCIs that 
professionals encounter in clinical settings, though logistical issues of insurance, funding, and 
prescription have not been resolved. Nearly all other BCIs are still primarily focused on 
laboratory testing, and our proposed feature matching guidelines may be modified and expanded 
upon over time. Despite possible future changes to the clinical BCI landscape, the fundamental 
science and engineering underlying the use of brain signals and feedback modalities for BCI 
access to AAC will remain consistent. Therefore, many of the domains considered in our 
proposed feature matching guidelines will still be applicable to future BCI implementations (e.g., 
sensory ability, motor imagery requirements, medical considerations). Other domains (e.g., 
cognition) may be modified with future improvements in the quality of BCI signal recording 
(e.g., less time needed for focusing on items in P300 and steady state visually evoked potential 
approaches). Further, external/environmental considerations will also change with advancements 
in electroencephalography technology, specifically through the development of dry electrodes 
that do not require electrolytic gel, wireless signal transmission, and cloud-based virtual 
telepresence for faster technology support responses. Last, though BCIs currently have limited 
representation in speech-language pathology, as they enter clinical practice, they will also 
emerge in AAC course curricula preservice training to allow SLPs to obtain expertise in their 
function. 
Maintaining a focus on each individual with complex communication needs by matching their 
unique present and future cognitive–sensory–motor profiles to BCI access methods will increase 
buy-in and quality of life and decrease device abandonment for individuals who use BCI. 
Multidisciplinary teams of professionals (e.g., SLPs, AAC professionals, neuroscientists, 
engineers, physical and occupational therapists, and other AAC-related research and clinical 
intervention disciplines), along with individuals who use AAC and BCI and their caregivers, 
must all be involved in the translation of current research to clinical practice and in the further 
development of person-centered BCI technology, assessment, and training methods. 
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